ASTM F75 femoral knee implant casting components distort during manufacture due to residual stress re-distribution or inducement. These castings pose a number of challenges for residual stress determination methods; they have a complex geometry, their microstructure is inhomogeneous, they work-harden rapidly and they have a coarse, elasticallyanisotropic grain structure. The contour method is anticipated to be the most promising residual stress determination technique. X-ray diffraction is feasible for components which have experienced plastic deformation on their surface which results in refined diffracting domains. Centre-hole drilling is feasible, but the influence of stress induced from drilling and the effect of coarse grain-structure is unknown. Neutron diffraction is challenging also due to a coarse grain structure and difficult nuclear material properties.
Introduction
Femoral knee implants, referred to as "femorals" in this article, are one component of a total-knee-replacement which restores functioning articulation to the patient. It is estimated that 720,000 knee replacement procedures were carried out in 2014 in the US alone 1, 2 with this figure predicted to grow to 3.48 million by 2030 (Ref. 3 ). ASTM F75, a Cobalt-ChromeMolybdenum (Co-Cr-Mo) material, is favoured for load bearing, moving-contact applications, such as required for knee implants, due to excellent wear, corrosion and biocompatibility properties [4] [5] [6] . The typical manufacturing route for femorals is investment casting 7 and subsequent machining processes.
As a result of the required articulation and in-service performance criteria, femorals are complex shaped components 8 whose dimensions vary greatly as a large range of products and sizes exist. A typical femoral has a varying thickness of 2 -8 mm (see Figure 1 ) and the entire component could fit within a 70 mm cube. The basic shape of a femoral can be described as a "C" 8 (see Figure 1 and Figure 2 ). The dimension across the open end of the "C", the Anterior-Posterior (A-P) dimension, can vary following material removal processes.
This dimension is considered critical in order to ensure optimum fit to the patient's bone and therefore parts which fall out of specification are rejected resulting in significant environmental and business costs.
Residual stress is the source of this part distortion, as will be outlined in section 2, with a number of other factors, such as elastic-anisotropy, potentially influencing the magnitude of this distortion. In order to investigate the effect of various manufacturing processes on the parts' residual stress, a reliable determination method is required. However, currently no literature exists on the application of residual stress determination methods to cast ASTM F75 implants.
As outlined in Ref. 9 , the selection of a suitable residual stress determination technique requires careful consideration of the component, the location and gradient of the stress of interest. In addition to these considerations are the technical requirements and limitations of each technique, many of which are material and geometry dependent. 3 The objectives of this paper are to:
 Determine the origins of residual stress for cobalt alloys.
 Define the mechanisms of part distortion during the production of ASTM F75 femorals.
 Review residual stress determination methods for application to complex geometries with a specific focus on femoral castings.
 Review residual stress determination methods for application to coarse and elastically anisotropic grain structures.
 Review residual stress determination methods for application to materials which rapidly work-harden. 
Implant distortion
Residual stress is defined as stress remaining in a component in the absence of external loading [10] [11] [12] [13] , the origins of which are well reviewed [11] [12] [13] [14] [15] [16] . Residual stress is the elastic response to incompatible strains 16 which are the result of inhomogeneous shape misfits, for example due to non-uniform plastic deformation or phase transformation 14 . The following are hypothesised as possible means of inducing residual stress in ASTM F75 femorals during production:
 Non-uniform plastic flow as a result of mechanical deformation and/or thermal gradients.
 Non-uniform volume changes as a result of strain induced Face-Centred-Cubic (FCC)
to Hexagonal-Close-Packed (HCP) martensitic phase transformation 15, [17] [18] [19] [20] [21] .
ASTM F75 is a difficult material to machine (see section 3.3), therefore complex shaped components, such as femorals, are typically investment cast to a near net shape. Following casting a number of manufacturing processes typically exist which have the potential to induce residual stress, including: mould removal, casting cut-off, casting-gate removal, heattreatments and blasting 7 . Following these potential manufacturing processes the articulating surfaces of femorals are machine ground and polished to achieve high surface finish requirements 8 .
With reference to Figure 2 a & b, stress which acts in the hoop direction would be the most influential on the A-P dimension. As material is only removed from the articulating surface, one, or a combination of, the following two occurrences is the cause of distortion (see  Morphology, size and area-fraction of the M 23 C 6 carbide phase.
 Dendrite arm spacing.
 Porosity.
 Grain-size.
Given the various different femoral sizes, designs and the cast microstructural features described, the as-cast microstructure can vary significantly.
Grain-size
As-cast ASTM F75 components have large and varied grain-sizes 22, 29, [33] [34] [35] that are heavily dependent on cooling-rates influenced by factors including casting-size, mould temperatures and pouring temperatures 22, 33, 35 . In an effort to achieve a more refined grain structure to mitigate the potential of elastic anisotropy (see section 4.2.1), ASTM F75 samples were cast utilising a cobalt alumina inoculant in the prime coat of the investment casting shell 36 37 . The use of inoculants for the production of implants varies depending on the product type and manufacturer. Microstructural evaluation conducted on a femoral which was cast with an inoculant as part of this study (Figure 3) , revealed a heterogeneous grain-size due to grain-growth commencing at nucleation sites of the inoculant at the shell wall. Grain-size was still found to be large towards the interior of the casting with diameters of the order of hundreds of micrometres. 
Elastic modulus anisotropy
Existing literature, outlined in this section, shows that ASTM F75 is strongly elastically anisotropic on the basis of single-crystals or coarse-grained poly-crystalline samples.
Additionally, for FCC materials the <100> lattice directions, those with the lowest elastic modulus 38 , align with the solidification direction during casting 38, 39, 42 . Two patents 39, 40 exploit this potential to produce implants with controlled elastic modulus as a means to optimise stress distribution from an implant to the patient's bone [39] [40] [41] . With ref. 39 stating that it is possible to reduce the elastic modulus of an ASTM F75 casting by 40% in a particular direction by growing a single-crystal. Additionally, the elastic moduli of polycrystalline ASTM F75 tensile specimens were found to vary by ~25% (Ref. 24 ). These tensile samples were obtained from cylindrical castings cooled at different rates, which would have influenced grain size and orientation.
The degree of anisotropy and the elastic response of a particular hkl direction could be determined should single crystal elastic constants be available 42, 43 . However, single crystal elastic constants specific to ASTM F75 are not currently available in literature, but they do exist for pure cobalt, the elastic anisotropy factor of which was found to be 2.83 (Ref. 42, 44 ).
Given that ASTM F75 is highly elastically anisotropic on a single crystal basis and considering elastic anisotropy is evident in poly crystalline tensile samples. It is probable that the coarsegrained femoral castings are elastically anisotropic on a macroscopic scale. The directional elastic properties of the femoral would be dictated by the grain orientations, which are dependent on the solidification direction.
Work-hardening
ASTM F75 rapidly work-hardens, as can be observed in Figure 4 where ASTM F75 is compared to SAE 430F. SAE 430 F is a free-machining stainless-steel with good machinability characteristics typically used for aircraft fasteners, gears and shafts 45 . ASTM F75's rapid work-hardening is attributed to stacking fault intersections, stacking-fault twins and a straininduced martensite phase transformation (Ref. 20, 46 48 ).
Residual stress

Length scales
Residual stress is classified according to the scale over which it equilibrates 10-13 (see Figure   5 ):
Type I (Macro residual stress): Residual stress that equilibrates over length scales much larger than the specimen's grain-size.  Magnetic and ultrasonic methods require a homogenous microstructure 10, 11, 13, 55, 56 (see section 3.1.1).
Residual stress determination methods
 The ring coring method's 57, 58 gauge volume is too coarse with respect to the femoral geometry outlined in section 1. This method requires a minimum core diameter of 15 mm to accommodate a 12 mm diameter strain gauge rosette 59, 60 .
 The slitting method 61 , for which compliance functions can be determined for complex geometries 62 , is not suitable as the spatial resolution of the technique is too coarse.
 The deep-hole drilling method 63 it not suitable as stress-relaxation associated with drilling the initial pilot hole means that results obtained from the initial ~1 mm depth are uncertain 64 .
Residual stress determination methods measure strain from which stress is calculated utilising a variation of Hooke's Law:
Where; E -elastic modulus σ -stress ε -strain Stress determination methods assume that the specimen has an isotropic elastic modulus, which holds true in the case of materials with fine, equi-axed and randomly orientated grain structures 14, 42 . However, the combination of large grain-sizes (see section 3.1.2) and anisotropic elastic modulus of individual grains (see section 3.2) mean it is possible that gauge volumes of certain residual stress determination techniques could have a directionally dependent elastic modulus.
A number of residual stress determination methods, such as centre-hole drilling, ring coring, deep-hole drilling and X-ray diffraction, require flat surfaces and are therefore not suitable for application to the articulating surface of the femoral [65] [66] [67] , which is an area of interest.
However measurements on the flat bone-cut-surface could still help to determine the influence of various manufacturing processes on bulk residual stress magnitudes.
Diffraction techniques
Diffraction techniques non-destructively determine strain by the measurement of a change in interatomic lattice plane spacing, d, between a strained and an un-strained sample 68 .
When a beam (x-ray or neutron) of known wavelength, λ, interacts with a crystalline material at the Bragg angle, θ, constructive interference in the diffracted beam occurs, which is identified using x-ray or neutron detectors. Once θ has been determined the interatomic spacing can be calculated using Bragg's law 68 :
Where; n -order of interference (an integer value)
λ -wavelength d -inter-atomic spacing θ -Bragg angle
Diffraction elastic constants
Diffraction techniques which utilise a monochromatic wavelength determine strains for one particular crystallographic hkl plane. Lattice strain for each hkl plane, below an elastic limit, is proportional to the macroscopically applied stress. However, each plane responds differently. Therefore, elastic constants specific to the measured hkl plane are required 10 .
Diffraction elastic constants are determined by known uniaxial loading of a sample during diffraction experimentation 38, 69 .
For both X-ray and neutron diffraction the {311} plane is the most suitable for experimentation due to its low sensitivity to inter-granular strain 70 and its high multiplicity factor of 24 (Ref. 71 ). Also a benefit for X-ray diffraction is that the 2θ angle will occur in the region of 153-159⁰ (Ref. 71 ), which ensures reduced calculation errors 71, 72 . Most laboratorybased powder X-ray diffractometers do not have such 2θ angle capabilities; a residualstress-specific diffractometer is required.
ASTM F75 elastic constants have not been identified from literature; therefore elastic constants for pure cobalt and a CoCr20Mo10 alloy are reported (see Table 1 ). At Time of Flight (ToF) neutron diffraction facilities, a diffraction spectrum containing reflections from a number of hkl planes is obtained and the use of full pattern analysis returns the lattice parameter. Therefore macroscopic elastic modulus and Poisson's ratio can be utilised, provided the sample is not textured 70 . . The method can be combined with layer removal by electro polishing to determine a stress-depth profile 71 .
4.2.2.2.1
Material grain-size Problems with uncertainty in peak location can occur for both excessively small and largesized grains 71, 75 . Inspection of the entire DeBye ring, i.e. a plan view of the diffraction cone, is required in order to evaluate whether a sufficient number of grains are contributing to Xray diffraction peaks. "Spotty" Debye rings suggest that the specimen grain-size is too coarse for accurate measurement 72 . Ref. 67 states that rocking a sample during irradiation allows residual stress determination on samples with average grains diameters up to 254 μm (Ref. 77 ).
Feasibility study
To evaluate the feasibility of X-ray diffraction with cast ASTM F75 femorals, five samples were selected, each with a different processing history, as outlined in Table 2 . All samples selected were cast with an inoculant (see section 3.1.2). The samples were irradiated in two orthogonal directions at each point using two different X-ray methods: As the successful x-ray diffraction measurements exhibited a refined grain structure and considering that diffraction-plane-specific elastic constants were utilised (see section 4.2.2.1), the successful x-ray diffraction results cannot be influenced by the elastic anisotropy concerns highlighted in section 3.2.
It can be concluded that X-ray diffraction is a suitable technique to investigate residual stress arising from manufacturing processes which plastically deform the surface of cast ASTM F75 components. Layer removal may be used to obtain stress-depth profiles, however the potential depths at which residual stress could be determined will depend on the depth over which plastic deformation has fractured crystal domains to a suitable size. The X-ray diffraction technique is not suitable for as-cast or heat-treated ASTM F75 components due to their coarse grain structure, even with the application of oscillation techniques and the use of inoculants. 
4.2.2.3
Neutron diffraction Uncharged neutrons have greater penetration ability than X-rays, therefore stress can be determined within the bulk of the material 81 . Neutron diffraction residual stress determination is standardised 70 and a number of excellent guidance publications exist 38, 81, 82 .
Depending on the facility, monochromatic or polychromatic wavelengths are available for  Monochromatic-wavelength neutrons applied to a "stress-lattice" specimen (see Figure 7 ) using E3 at the Helmholtz-Zentrum-Berlin, Hahn-Meitner-Platz 1, 14109 Berlin, Germany.
Some initial findings from experimentation are reported here. More detailed publications for each experiment are planned. 
4.2.2.3.1
Sample grain-size Ref. 82 outlines that grain-size effects are noticeable for grains larger than 100 µm, so the samples used in this study were cast with an inoculant. Unfortunately, coarse-grain-sizes still remain within interior regions (see section 3.1.2).
In the case of a coarse-grained material, the number of grains contributing to the diffraction spectrum may not be homogenously distributed throughout the Sample Gauge Volume (SGV), causing a shift in its centroid from that of the Instrument Gauge Volume (IGV). Such a shift, if uncorrected, results in an apparent strain 38 70, 82 83 . Also, as a result of the SGV centroid shift, the position of strain measurement can change for each strain-vector measurement 38 . An additional concern is the possibility of neutron beam extinction which occurs when a large-grain diffracts out a large-portion of intensity of a particular wavelength, therefore modifying the wavelength composition of the beam which proceeds to subsequent crystals. Extinction can lead to an apparent shift in the diffraction peak 38 .
In order to alleviate the effect of coarse grain structure, the number of grains contributing to the diffraction spectrum needs to be increased 83 . This can be achieved by a number of methods:
 Increasing the gauge volume size 83 . Success of this method will depend on the distribution of the diffracting grains within the larger gauge volume 82 . This method can conflict with resolution requirements.
 Rotation of the specimen about an axis perpendicular to the diffraction plane which effectively increases the number of grains from the same gauge volume 82, 83 .
 Averaging two neutron diffraction measurements at the same location but at 180⁰ to each other in order to reduce systematic errors 84 .
ToF has a desirable advantage over monochromatic methods in that a diffraction spectrum is obtained over a large 2θ range. Therefore, each grain within the gauge volume should contribute to at least one peak on the diffraction spectrum. Additionally, there would be an angular spread in data collection in the horizontal and vertical planes 82 . However, it was noted from experimentation at Engin-X that peaks were missing from some diffraction spectrums obtained, which suggests an excessively coarse grain structure was present.
4.2.2.3.2
Nuclear material properties of the sample From Table 3 It can be observed that the incoherent cross-section and absorption crosssection of ASTM F75 is quite large in comparison to Iron and its coherent cross-section is considerably less. It is therefore be expected that ASTM F75 samples would result in long count times, high background noise and measurement path lengths would be limited 85 . Such difficulties were experienced at Engin-X where count times in the region of 2.5 hours per measurement were required in order to obtain fitting uncertainty in the region of 70 µε for a 2x2x2 mm gauge volume with path lengths of 4-10 mm. Similar measurements for Fe would take 1.5 minutes 86 . It was also noted that convergence of peak-fitting analysis of diffraction spectrums from Engin-X was problematic for path lengths beyond 5 mm.
Count times at E3 varied from 60-160 minutes per measurement, which obtained average fitting uncertainty ranging from 65 µε (for the normal direction, see Figure 7 , where path lengths were 3-10 mm) to 225 µε (for the longitudinal direction, see Figure 7 , where path lengths were 14.2 mm). At E3, a long "match-stick" type gauge volume, 20x2x2 mm, was utilised as the stress gradient along the lattices "Longitudinal" direction was not expected to vary significantly (see Figure 7 ).
It should be noted that uncertainty values for experimentation at Engin-X and E3 are also likely to be heavily influenced by the coarse grain structure of the samples outlined in 
Strain-release techniques
4.2.3.1
Centre-hole drilling The centre-hole drilling technique involves inducing a hole into the centre of a specialised strain gauge rosette, see Figure 8 . As the material is removed, residual stress is relieved and equilibrium is obtained by the displacement of material, which is measured by the strain gauges. The measured strains are then utilised to back-calculate residual stress magnitudes.
The method is standardised 65 and there exists an excellent good-practice guide 88 and a technical note 89 .
As outlined in the section 4.2.1 the technique can only be applied to the bone-cut surfaces yield strength can be determined 65, 89 . The centre-hole drilling technique can be applied incrementally, to determine a stress gradient up to a depth of 50% of the hole diameter 88 .
Vishay's largest strain-gauge rosette, which is required to mitigate potential anisotropic 
4.2.3.1.1
Grain-size The centre-hole drilling method assumes isotropic material properties 65 , however as outlined in section 4.2.1, the gauge volume may become anisotropic. Ref. 90 states that a number of publications exist which show that the influence of material texture can be neglected. However, the authors have not yet identified these publications.
Effects of elastic anisotropy are expected to be reduced for residual stress determination methods which contain a large number of grains within their gauge volumes. Therefore
Vishay's largest strain gauge rosette, EA-06-125RE-120, is required. Based on a recommendation that the gauge length be at least 5 times the grain diameter 91 EA-06-125RE-120 can be applied to a material with grain diameters up to 636 µm, which is comparable to the grain sizes observed in this study ( Figure 3 ). However use of this gauge will not fulfil recommended location requirements (see Table 4 ). Calibration coefficients to account for significant departures from the ideal application could be determined by the use of finite-element modelling 88 , as carried out by Ref 92 . Table 4 . Vishay strain-gauge rosette dimensions 93 and corresponding required sample dimensions as outlined in Ref. 65 . See Figure 8 for a graphical description of each dimension. varies (see 
Drilling method
The manner in which the hole is induced and deviations in the geometry of the hole can influence measured strains [94] [95] [96] [97] . The most common method of inducing the hole is by the use of a high-speed air-turbine 65 , but a number of alternative drilling techniques also exist 65, 88, 97, 98 . ASTM F75 is a difficult material to machine, as outlined in section 3.3, therefore problems such as sticking of cutting tools, poor geometry of cut surfaces and dulling of cutting tools may arise with mechanical drilling methods.
Ref. 97 determined that high-speed drilling applied to stress-free Stellite 100 (composition given in Appendix A) could result in significant error magnitudes due to induced stress. No details of the stress-relieving heat-treatment applied by Ref. 97 are given. Should Stellite 100, a cobalt alloy, have broadly similar high-temperature material properties to ASTM F75, then it may have been possible for residual stress magnitudes in the region of those observed by Ref. 97 , to remain (see Table 5 ). However, should the errors observed by Ref. 95 be a result of the drilling technique, their influence will diminish for higher stress magnitudes where the strain response of the material would be larger.
Ref. 94 investigated the influence of various hole drilling parameters on the accuracy of the centre-hole drilling technique. In contrast to Ref. 97 , Ref. 94 concluded that errors were related to hole imperfections and were not the result of induced stress. However, it should be considered that the machinability ratings of ASTM F75 and likely Stellite 100, utilised by Ref. 97 , are considerably lower than that of the 6061-T651 aluminium or 304 stainless steel utilised by Ref. 94 , see Figure 4 .
It is anticipated on the basis of findings of both Ref. 97 and 94 that provided a straight-sided flat-bottomed hole is achieved; high-speed drilling will at-least be suitable for application to cast ASTM F75 femoral where large magnitudes of residual stress are expected. Centre-hole drilling feasibility measurements Veqter Ltd. carried out the incremental centre-hole drilling measurements on two femorals as part of this work, one in the as-cast condition (ICHD 1) and one which experienced surface-induced plastic deformation (ICHD 2). Sample ICHD 2 experienced the same manufacturing process ‡ as the sample used for X-ray measurement XRD 2. Neither sample was cast with an inoculant (see section 3.1.2). Veqter utilised a 1.6 mm inverted-cone dental-carbide-bur with an orbital drilling method and ~10,000 RPM spindle speed in order to successfully drill a 4 mm diameter hole in the centre of a Vishay EA-06-125RE-120 strain gauge. Note ASTM E837 requirements for sample thickness and distance of the gauge from boundaries were not fulfilled (see Table 4 ).
Results and discussion
The hoop-stress results are shown in Figure 9 with the use of two types of calibration constants, those outlined in Ref. 65 and those determined by Veqter Ltd. for intermediate thickness components The centre-hole drilling is a feasible technique as it was capable of distinguishing between two significantly different stress states. Additionally it was anticipated that the manufacturing process applied to ICHD2 would induce a near-surface compressive layer of stress of significant magnitudes, which is also supported by the X-ray diffraction results.
However the degree of influence of stress induced from drilling and the effect of the materials coarse grain structure are unknown. 
Contour method
The contour method involves sectioning a component utilising a wire-EDM and measuring the resultant cut-surface profile, which is dictated by the released residual stress 99 . As a result, 2-D spatial variation of the residual stress normal to the cut-surface is obtained. A number of excellent publications exist which detail the contour method and its application [99] [100] [101] [102] . Additionally, the Los Alamos National Laboratory maintain a useful website dedicated to the contour method which includes an extensive record of relevant literature 103 .
The theory of the contour method is based on Bueckner's superposition principal and is illustrated in Figure 10 .
Step A in Figure 10 shows the component within which stress is to be determined.
Step B shows the sectioned part which has deformed as a result of the relieved residual stress.
Step C shows a situation where the free surface of B has been forced back to its original shape from step A. The original stress state in A is equal to the stress state in B plus the change in stress from step C. As the stress state for step B is not known, the original stress state in A cannot be determined. However stress normal to the free-surface of B must be zero, therefore step C will give stresses along the plane of that cut, which is the principle of the contour method.
Step C, which is achieved by finite element modelling, will also determine the change in stress, as a result of the cut, throughout the part. 99 
Requirements and limitations
Provided suitable cutting parameters are selected, wire-EDM can be utilised to section conductive components with little influence to bulk residual stress magnitudes 104, 105 . The wire-EDM cutting parameters will dictate the surface roughness of the cut plane, which subsequently influences the minimum possible spatial resolution of the contour method, therefore suitable wire-EDM cutting parameters need to be determined 100, 102 . However, the contour method is not suitable for the determination of near-surface residual stress unless special precautions are taken 106, 107 .
The contour method is not limited by the size of the component, but by the magnitude of distortion on the contour surface. A minimum peak-valley surface contour of 10-20 µm is recommended 100 . The method is well suited to large components, as contours tend to be more easily measured in comparison to smaller components, but has been applied successfully to components 2-6 mm thick 100 , which is comparable with the thickness of femoral castings.
In order to prevent movement of the sample as a result of redistributed residual stress during sectioning, which will influence the surface contours, careful clamping of the sample either side of the cut-plane is required 99, 100, 102 . Complex shapes, such as the femoral, require suitable clamping solutions. Custom fixtures may be required.
Elastic modulus
The contour method does not necessarily require the assumption of homogenous elastic modulus as elastic anisotropy can be accounted for in finite element models, if the spatial distribution of the elastic modulus throughout the part is known 100, 108 . It is required that the part to which the contour method is applied has symmetrical stiffness either side of the cut plane, the size of which can be estimated as a distance from the cut surface of 1.5 times the part thickness 100 . This requirement limits the locations at which the method could be applied on the complex-shaped femoral component. Finite element analysis can be utilised to estimate errors in the case of asymmetric components, errors tend to be small unless the degree of asymmetry is high 100 .
Considering the potential for significant elastic anisotropy, highlighted in section 3.2, it is a concern that assuming isotropic elastic modulus could influence the contour method results. However, of all the strain-release techniques, the contour method will include the contribution from largest number of grains. Grains across the entire contour-cut surface and to some depth behind the cut-surface, will contribute to the elastic modulus of the gauge area 109 . However, should the part be textured as a result of the solidification process (see section 3.2), then elastic modulus may vary between each contour-cut plane on the same
part.
An ideal scenario would be application of energy-selective neutron transmission tomography to determine the grain structure and orientation of the component in the vicinity of the applied contour method cut [110] [111] [112] . A finite element model could then be developed with directionally dependent elastic modulus applied to each grain. Such a model would replicate the true elastic modulus properties of the component.
Feasibility study overview
In collaboration with Stress Map at the Open University, Walton Hall, Milton Keynes, MK7
6AA, UK, a feasibility study was carried out on the application of the contour method to ASTM F75 femoral castings. The method was applied to parts with the same processing history as ICHD 1 and ICHD 2 from section 4.2.3.1.3, which shall be referred to as CM1 and CM2 respectively. Two cuts per femoral were applied with one cut returning data in the axial direction and the other cut returning data in the hoop direction (see Figure 11 ).
Isotropic material properties, as given for the centre-hole drilling method (see Figure 9 ), were assumed for the application of the contour method. From initial inspection of results from CM2, the sign, location and magnitude of stresses determined appeared feasible and displacement data did not show any unusual variations. The expected residual stress state for sample CM2, which experienced surface induced plastic deformation, was a large magnitude exterior compressive stress region with a balancing tensile interior region.
Contour method results from CM2 exhibited this compressive exterior layer, also identified in section 4.2.3.1.3, and also revealed the balancing tensile interior region. Magnitudes of stress observed for sample CM2 were significantly larger than those for CM1, which is in agreement with observations from the centre-hole drilling measurements. A more detailed publication of the application of the contour method and the results obtained will follow.
However, the contour method is anticipated to be the most promising residual stress determination technique for application to ASTM F75 castings as for the following reasons:
 2-D spatial variation of residual stress can be assessed in the direction of interest, i.e.
hoop direction of the femoral.
 Use of wire-EDM eliminates concerns of inducing residual stress during sectioning, thus mitigating the difficult machining properties of the material.
 The gauge-area will include a large number of grains, which will help reduce the influence of elastic anisotropy.
 Elastic anisotropy, if deemed problematic, could be catered for in finite element computer models. domains. The method could be combined with layer removal techniques to obtain depth profiles; however the depth to which suitably refined grains exist is unknown and would depend on the severity of the plastic deformation.
The feasibility of neutron diffraction has yet to be definitively determined; experimentation is ongoing and a future publication will address this matter. However, as-cast ASTM F75 femorals are a challenging application for neutron diffraction due to their coarse grain structure and the difficult nuclear material properties of cobalt. Given the limited availability of neutron facility access and the long count times required to achieve adequate diffractionpeak-intensities, this method is not feasible for regular application.
The centre-hole drilling method is a feasible technique to determine large magnitude residual stress states, as potential errors from drilling-induced residual stress will diminish.
ASTM F75 is a difficult material to drill, however use of suitable drilling burrs and drilling parameters can yield adequate drilled-hole quality, as achieved by Veqter Ltd. A straightsided, flat bottomed hole is required to minimise errors. The residual stress distributions determined for the as-cast femoral show low magnitude residual stress and results for the femoral which experience surface induced plastic deformation showed large magnitude, near surface, compressive stress. Unknown influence on the results was the potential of elastic anisotropy and induced stress from the drilling method.
The contour method is the most promising technique of all those reviewed as it has the ability to address all limitations identified; wire-EDM alleviates the potential to induce stress during cutting and elastic anisotropy could be incorporated into finite element models should the grain structure and orientations be determined. Additionally the method can return 2-D spatial variation of residual stress normal to the cut-plane, which can be applied to determine residual stress in the directions of interest within the femoral.
On a qualitative basis, all results reported are in agreement. The femorals which experienced surface induced plastic deformation would have been anticipated to have a compressive exterior layer of residual stress with a balancing tensile interior region. The magnitude of this stress state within these femorals was anticipated to be larger than those of the as-cast femoral. These anticipated stress states were identified using the centre-hole drilling method and from initial inspection of the contour method results. Additionally, x-ray diffraction revealed that a large compressive stress exists on the surface of the femoral which experienced surface induced plastic deformation, which suggests the compressive exterior region, identified by the centre hole drilling method and the contour method, continues towards the surface.
Conclusions
 Residual stress is the source of ASTM F75 femoral distortion and is the result of inhomogenous plastic deformation and/or a strain-induced FCC-HCP phase change.
 The following residual stress determination methods are not suitable for application to cast ASTM F75 femorals: magnetic methods, ultrasonic methods, layer removal methods, sectioning, the slitting method, deep-hole drilling and ring coring.
 X-ray diffraction is a feasible residual stress determination method for cast ASTM F75 components which have experienced plastic deformation on their surface.
 Centre-hole drilling is a feasible technique; however the degree of influence of stress induced from drilling and the effect of the materials' coarse grain structure are currently unknown.
 As-cast ASTM F75 components are a challenging application for neutron diffraction due their coarse grain structure and the difficult nuclear material properties of cobalt.
 A proprietary manufacturing process which induces plastic deformation on the surface of ASTM F75 femorals has the potential to significantly influence their bulk residual stress state, as determined by centre-hole drilling and unpublished contour method results. This stress will influence femoral distortion following material removal.
 The contour method is the most promising residual stress determination technique for application to cast ASTM F75 femorals.
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Unknown. Large grains may result in a variation in elastic modulus seen by each strain gauge element.
Unknown. Spatial variations in elastic modulus normal to the cut-plane could potentially exist.
Spatial resolution Typically a 2 mm diameter aperture.
Limited by grain size. Typically a 2x2x2 mm Negligible provided suitable wire-EDM cutting parameters are used.
Geometry
Limited to flat surfaces or gentle curves.
Limited by paths lengths. This method requires flat surfaces. ASTM standard outlines requirements for component thickness and distance of the drilled hole from boundaries.
-Geometric symmetry about the cut plane is required.
-Clamping of complex shapes may require custom solutions.
Other material properties
Requires use of manganese x-ray tube to avoid fluorescence.
Difficult neutron scattering properties due to large absorption and incoherent scattering cross-sections.
-High elastic modulus results in small strain responses.
-Rapid work hardening and high ultimate tensile strength make the material difficult to drill.
High elastic modulus results in smaller magnitude cut-surface contours.
